Clinical evaluation of the PolyconR 8.5 design.
A new contact lens design fabricated from the POLYCON(R) material was evaluated. The patient population were predominately successful and unsuccessful contact lens wearers. Successful wearing criteria were established in the protocol and the results were tabulated accordingly. The successfully fitted patients represented 90.4%.